Endo-Cap Leash”
Instructions

The Endo-Cap Leash™ has a round end and an elongated end.
The elongated end will go over the venting connector on the
watertight cap. The round end will go over the “S" connector on
any 100,140,160 series Olympus® sigmoidoscope, colono-
scope, EGD or ERCP endoscope. The watertight cap will then
be properly connected to the endoscope. If the cap ever needs
to be detached from an endoscope, remove the leash from the “
S" connector and always leave the elongated end connected to
the cap.

Firmiy grasp the elongated end of the Once this end Is over the venting con-

heash at s base. Place over pin on
veniing connacior and skowly and easl-
Iy stratch over the venling conngclor,

Take the round end of the leash and
place it over the “5” connecior mount
untll it seats on base and k= fkat.

necior, seat the kash al base by mowv-
il'lg back and forth wnlil it is Tiat igaln:t
thie cap body and between the metal
connector.

Cap I8 now Secured 19 endoscope by
Endo-Cap Leash™ and ready for uae.

Photos: Rich Arguilez, RN

P.O. Box 620205, San Diego, CA 82182
toll free: 1-866-6T2-6163 » fax: 1-618-263-8051
e-mall: salesinfo@sandiegoendoscoplecproducts.com



